Abstract: This article presents a set of measurements and simulations that evaluate the technical feasibility of a Compact Open Area Test Site (COATS), for the frequency range of 200 MHz to 2 GHz. Its main goal is to provide shielding effectiveness measurements. The described test setup is used for the tests in both semi anechoic chamber and COATS. These experimental and computational results offer orientations and guidelines about the best method to measure radiated emission in a COATS. These measurements results can be quantified through the Feature Selective Validation technique.
I. INTRODUCTION
Nowadays the use of mobile information technology equipment at home, in the office, or in vehicles like cars, planes and trains has increased significantly. Indeed, electronic systems are fundamental to improve comfort, entertainment, reliability and security for the users. In spite of all the evident benefits and simplifications brought about by these systems, electromagnetic noise is always present in the environment and affects the normal operation of the wireless channels.
The shielding effectiveness parameter of a coaxial cable is a relevant parameter for ensuring electromagnetic compatibility with adjacent electronic systems [1, 2] , providing an adequate shielding against the environment. In this context, the study of shielded cables is important for the mitigation of these problems. With this in mind, one way to increase immunity and reduce the radiated electromagnetic noise is to improve the transmission line characteristics, i.e. apply shielding techniques [3, 4] . Several international standards suggest methodologies to assess the functioning of embedded electronics and information technology, establishing various test procedures and defining reference levels for radiated electromagnetic fields [5, 6] . Therefore, developed products must meet current regulations before they are sold. Though necessary, the high costs associated to electromagnetic compatibility (EMC) tests sometimes become a problem, since they must be performed in accredited laboratories. Locally, in Brazil for instance, the body that is a signatory to ILAC (International Laboratory Accreditation Cooperation) and which regulates and accredits these laboratories is the National Institute of Metrology, Standardization and Industrial Quality (INMETRO). The cost of an EMC laboratory equipped with precision equipment for automotive tests, with dynamometer roll and a large semi-anechoic chamber (SAC) can reach several million dollars. In Brazil there are currently no EMC laboratories able to meet 100% of the national automotive industry demand, to quote a specific area. In this work we will investigate the technical feasibility of building an open area test site (OATS) to measure the quality factor of the shielded cables and connectors in the frequency range of 200 MHz to 2 GHz.
An experimental investigation with the objective of measuring the quality of the shielding effectiveness of coaxial cable and connectors in the UHF band will be performed. In this context it is necessary to perform various measurements and studies in order to verify if the amplitude of the electromagnetic field levels in the environment meets the current regulations [6, 7] . The site chosen for the research is a farm near the city of Capelinha, Minas Gerais, Brazil (Lat. 17,8651 ° S -Long.
42,4313 ° W). Considering that the OATS is properly constructed, some of the great advantages of open field tests compared with anechoic and semi-anechoic chambers are the low cost of measurements (one-time costs of about five-hundred thousand Dollars) and the ability to obtain accurate measurements [8] . Table I show some latest relevant papers (on the OATS subject) published in the databases of the IEEE during 2013-2017 Aug. 2016 [13 ] A Fast Way to Accurately Calibrate Tunable Dipole Antennas at VHF Jun. 2017 [14 ] The article [9] focuses on the phase center determination for broadband wire-element EMC antenna.
A novel technique called phase-matching is proposed, which uses measurement data of insertion loss between an antenna under test and a reference antenna, the latter with a known phase center. This setup takes place in an open area test site. The typical error is estimated to be about 60 mm around 250 MHz, and is reduced to 15 mm around 900 MHz.
The next publication [10] has given a comprehensive analysis on a real OATS scattering property.
The effect shows that the a given ground at X-band has a solid backward scattering at the positions of slits and bolts. The effect of a reported experiment has been the backward scattering reduction due to the slits.
The article "On the Quality of a Real Open Area Test Site" [11] , shows that physical open area test site performance is affected by various factors, e.g., practical elements antennas , the power supply quality, the electric properties of the ground and surrounding scattering sources. The authors employed computer simulations to quantitatively define the effect of all influences that make a real test site diverge from an ideal one.
The paper "Research on Unwanted Reflections in an OATS for Precise Omni Antenna Measurement" [12] shows that reflections from the trees nearby and from the edge of the metal ground plane of an OATS bring imprecisions to omni-directional antenna measurements from 20 MHz To 1 GHz.
However, the research also shows that reflections are very hard to accurately address, given the intricate rigorous theory concerning the relationship between the reflections and the configurations of an OATS.
The work "The Use of Equivalent Model and Numerical Simulation for EMC Analysis in Hospital
Environments" [13] promotes the use of prediction methods as an alternative tool for evaluating and managing electromagnetic compatibility (EMC) in hospital environments. Radiated emissions made from medical apparatus are modelled based on open area test site measurements, and they are useful to numerical simulation using the transmission line matrix method (TLM). The TLM method is implemented to cover not only the multipath effects caused by obstacles but also the combination of all diverse sources on the environment under test [13] .
In the reference [14] a fast technique is proposed and experimentally confirmed to adjust tunable dipole antennas. An adapter is introduced to transform a commercially available balun for dipoles into a three-port network. Additionally, the three-port balun technique is suggested to measure the loss of another balun with two simple adapters, which delivers a quicker method to calculate the free-space antenna factor. The new technique will diminish the time from numerous days to some hours to regulate a pair of tunable dipole antennas.
II. PROBLEM FORMULATION
The procedures used in an Open Area Test Site (OATS) to measure the radiated electromagnetic fields of a device under test (DUT) are similar to those in a semi-anechoic chamber (SAC). In order to ensure the quality of measurements in a SAC and OATS, it is important to measure the electromagnetic ambient noise in the frequency bands defined by the radiated emissions standards.
Since the OATS operates in free space, without the shielding of metallic walls covered with electromagnetic absorber, this study is of paramount importance and gives the indication whether the area can be used as an OATS or not. Thus it is possible to know the environmental contribution and isolate the contribution of the signal to be measured.
The procedures required to normalize the local levels of attenuation (Normalized Site Attenuation -NSA) and measure the levels of radio frequency signals as environmental conditions are presented in CISPR 16-1-4 [7] . The NSA has become an internationally used parameter for determining the acceptability of a site for performing open area tests with focus on performing electromagnetic emission measurements [7] . The levels of ambient radio frequency signals in the environment, i.e., the background electromagnetic noise at the test site must be sufficiently small in comparison with the levels of electromagnetic noise generated by the DUT. The electromagnetic ambient noise should be at least 6 dB below the limits set by radiated emissions standards [5, 6] . For satisfactory results, it is recommended a level of ambient noise of 20 dB below the emission level measured [7, 8] . The radiated electromagnetic emission tests were carried out in the far-field region. The site chosen was the farm parking lot area in a region of low amplitude electromagnetic signals (a valley embedded in a mountain area). In Fig. 1 it is shown where measurements have been performed and the ETS 3148 log periodic antenna which operates in the frequency range of 200 MHz to 2 GHz. The farm house is surrounded by mountains and has considerable electromagnetic silence in this frequency range. 
III. RESULTS OF MEASUREMENTS
The measurements in horizontal polarization are presented in Figures 2 and 3 . The vertical polarization measurements showed lower amplitudes and are not presented in this paper. The antenna factor AF of the ETS 3148 log periodic is defined as the ratio of the incident electric field at the surface of the measurement antenna (defined in equation 1) over the received voltage at the antenna terminals [1] . This data is provided by the manufacturer.
(1) Figure 2 shows the electromagnetic noise measured in the OATS. Measurements have been made from 200 MHz to 1 GHz in the horizontal polarization -0º, 90º, 180º and 270 degrees. The limit lines have been established according to CISPR22 standard (using the QPK value-quasi peak). All measurements related to electromagnetic ambient noise show that the amplitudes of the noise are 20 dB below the measurement levels for class A Information Technology Equipment (ITE) and 6 dB below for class B (ITE) [5] . For impeccable results, an ambient noise level of 20 dB below the emission level measured is recommended [8, 15] . Class B Information Technology Equipment (ITE) is a category of apparatus which satisfies the class B disturbance limits. This device is intended predominantly for use in the domestic environment and may include appliances with no fixed place.
Examples of Class B would be portable equipment powered by batteries, telecommunication terminal devices powered by a telecommunication network and personal computers. Class A Information Technology Equipment is a category for all other devices which satisfies the class A limits but not the class B ITE boundaries. Figure 2 shows that there are no significant changes in the electric field at positions 0º, 90º, 180º and 270 degrees. The graph in the Figure 3 shows the electromagnetic noise in the frequency domain measured in the horizontal polarization -0 ° degrees. The limit line of the CISPR 25 standard was used in the frequency range from 1 GHz to 2 GHz.
Fig. 2. Electromagnetic noise OATS -0º, 90º, 180º and 270º horizontal polarization and UHF
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Fig. 3. Electromagnetic noise OATS -0º horizontal polarization UHF: 1 GHz to 2 GHz -Limit line by CISPR 25 and CISPR 22
Several measurements have been performed with the spectrum analyzer function set in "max-hold" as to actually record the maximum levels acquired over the acquisition time, capturing the worst case scenario. Only one measurement has been performed in UHF band (the maximum amplitude). In this band, the electromagnetic wave usually provides a more directional characteristic than those at HF and VHF bands.
IV. COMPUTER SIMULATIONS
The computer modelling has been performed using MWS®-CST [16] . This tool uses the FIT method 
. Used Simulation model : (a) Metal ellipse representing the OATS; (b) The used dipole antenna model; (c) The top view of the "CISPR ellipse" and the antennas position; (d) Log periodic antenna used in virtual model
The antennas are fed by discrete 50 Ohms impedance ports, which automatically perform the mode conversion that feeds a balanced signal into the antennas. As defined in the literature [7, 17, 18] , Figure 4c shows that the ground plane has the form of an ellipse (named "CISPR Ellipse"), and the antennas are located at the points "A" and "B" in the figure. X is the measurement distance between the point A and B. The ellipse must be free of any reflecting objects on its area. Two configurations have been evaluated using the procedure described in Figure 4c: 1. Receiving antenna 1 meter above the ground plane;
2. Receiving antenna 4 meters above the ground plane.
For both situations the transmitter antenna (two dipoles and two log periodic antennas were used for two different virtual evaluations) was fixed 2 meters above the ground plane. According to the definition given in CISPR-16, the Open Area Site Attenuation (OASA) is defined in equation (2) as:
VTX and VRX are the voltages measured at 50 Ω reference inputs for transmitter and receiver antennas.
The parameter Normalized Site Attenuation (NSA) is then defined in equation (3) as:
AFTX and AFRX are the transmitter and receiver Antenna Factors, respectively.
In the simulation with a ground plane with conductivity of 3.56 x 10 6 S/m, the receiving antennas (dipole and log periodic) are placed at a height of 1 meter above the ground plane, the calculated result is close to the theoretical value [7] . However when the RX antenna is placed at a height of four meters, the amplitude shows a difference bigger than the +/-4 dB error margin. Simulations showed that the RX antenna result when positioned at 4 meters height is not in accordance with the current standard CISPR16, as the norm specifies a maximum difference of +/-4 dB between the simulated value and the Theoretical NSA [7] . During the simulations, the NSA (dB)
for RX antenna at 4 meters is -7.2 dB, the measured is -19.99 dB and the theoretical NSA from CISPR16 (dB) is -19.4 dB. The Fig. 4d shows the log periodic antenna used in another simulation model, taken from Antenna Magus software, used as approximate model for the next section.
V. MEASUREMENTS WITH THE PROPOSED EXPERIMENTAL SETUP
In order to measure the normalized site attenuation using a vector network analyzer, two antennas were placed over a ground plane [7, 17, 18] . The transmitter (TX) antenna was at two meters from the ground plane whereas the receiving antenna (RX) is placed at height of 1 meter and 4 meters (as in the simulation scenario of the former section). The two log periodic antennas used in the measurements were not identical and also different from the model used in the simulation. Fig. 5a shows that there are differences between the S21 (equivalent for the transmission loss between the two antennas) for the RX antenna placed at heights of 1 and 4 meters. Fig.5b illustrates the measurement setup. It can be seen that the ground plane has not the ellipsoidal format, and it was performed in an indoor area, subject to reflections from the ceiling and nearby walls. According to the results shown in the Table 3 , a good correlation of the measured NSA and computed NSA is achieved at the frequency 650 MHz (1 meter height). During the simulations, the NSA(dB) for the RX antenna at 4 meters is -12.48 dB, the measured NSA is -16.81. An important observation is that in the measurements, there was not used an ellipse with the calculated dimensions. We used a ground plane with dimensions of 1 meter by 3 meters, see Fig. 4a . A study of the behaviour of a setup using an elliptical ground plane should be done in the future for better understanding of the observed effects.
The difference between the computed and measured NSA is shown in Table III (for 1 meter and 4 meters height). It does not prevent the construction of OATS for the purpose of measuring the shielding effectiveness quality factor of cables and connectors, because the measured NSA value is close to the theoretical one [2, 8] . The Fig. 6a shows the computed NSA in dB (for 1 and 4 meters height) and Fig. 6b the metal ellipse and two log periodic antennas used in the simulation model. 
VI. THE EFFECT OF VARIABLE HEIGHT OF THE SETUP GROUND PLANE OVER THE CHAMBER GROUND

PLANE
In order to better understand the effects of the distance to the ground plane, related to the open site area, the setup of Fig. 7 was assembled. The measurement was carried out in a semi-anechoic chamber. The arrangement has been used with heights of zero (right on the floor) and 1 meter. The coaxial cable, named DUT, is tested as a source of EM waves, which leak through the imperfect shielding. Fig.7a shows a graphic of the setup and 7b depicts a photo of the setup used in the semianechoic chamber [19] . a b
Fig. 7. Setup used to measure the Shield effectiveness quality of cables and connectors [2]: (a) Measurement setup graphic; (b) Measurement setup photo
The experimental arrangement is based on the following parameters (shown in Figure 7a The Amplitude Difference Measure (ADM) is given in equation (5), where Lo1 and Lo2 are the low pass filter components of the original data and N is the total number of data points being considered.
Where
The Feature Difference Measure (FDM) is computed from the normalized difference of a combination of derivatives of the band and high pass data. The FDM is given in equation 10.
Where 
Combining the ADM and FDM gives a Global Difference Measure (GDM) (both as point-by-point and as an overall goodness-of-fit measure), according to equation 14. The IEEE 1597.2 standard requires categorizing feature selective validation index values with an interpretation scale as in Table   4 [23, 24] . Figure 11 shows the computed average GDMi of 0.109 (categorized as "Very good"), it can be seen that the electric field measurements at a height zero meters versus one meter did not show a significant variation. This analysis shows in addition that the ground plane dimensions are adequate for shielding effectiveness measurements. Considering that the farm is located between mountains and that testing will be performed in the microwave range with power levels in the order of 1-10 Watts, there is no risk of electromagnetic interference with the neighboring towns. Table 1 showed the importance of measurements in the Open Area Test Site in the last years. If the Device Under Test (DUT) is large or heavy it is not possible to use regular laboratory for tests (e.g. semi and anechoic chambers).
The Semi-Anechoic Chamber which permits measurement of equipment emissions by excluding almost all external noise via ferrite absorber tiles, placed around the room, has a much higher cost of several million dollars for automotive EMC tests. The OATS facility is not very expensive with a cost of about five hundred thousand dollars
